Background: Radiotherapy is an important cancer therapy in Indonesia. For hospitals which have provided radiotherapy tools for more than five years, they need to evaluate its utilization and influence on patients' condition. Aim: This study aims to analyze the use of Linac for radiating breast cancers in one of a type-C private hospital in Central Java by using Health Technology Assessment. Method: This study is an observational and descriptive study with an in-depth interview. There were 72 medical record documents examined. Furthermore, the researchers calculated the profits from the financial feasibility of tool investment gained by the hospital. This study involved six Key Informants and four triangulation informants. Results: This study shows that in terms of effectivity aspect, one Linac can prolong patient waiting time about 2-4 weeks. Such a long waiting time may cause disease progression to increase. Meanwhile, seen from the technical characteristics, the tool is not well-maintained by the internal and external parties. It causes the tool's performance worse. In terms of the economic aspect, the tool has lasted for 7.5 years, but it technically has been utilized for ten years. Therefore, the hospital needs to supply more radiation tools. Conclusion: The Linac utilization in a year increased, and the ca mammae patient visits were high. In addition to those aspects, the profits gained from the health services were high as well. The hospital should add radiation tools to improve the radiation capacity and decrease patient waiting time.
INTRODUCTION
Radiotherapy is one of the alternatives for people with cancer since cancer types increase in number (Rodin et al., 2017) . Radiotherapy is a kind of medication for tumors or severe cancers by using electromagnetic radiation (X-Ray and Gamma) and particle radiation (electron, proton, and neutron) (Khabaz, 2018; Khaledi et al., 2018) . Some radiotherapy tools are developed, such as Linear Accelerator (Linac) (Ono et al., 2018) . Linac is a tool that uses a high frequency of electromagnetic waves to accelerate electrons with high energy through a linear tube (Zhu et al., 2018) . Linac can be used for radiation of all cancer cases. Breast cancer is the most common disease found at one of the private hospitals of Central Java with more than 50% visits from 2012 to 2017. In 2018, 58% of breast cancer cases occurred at the hospital.
Private hospitals are competing to promote their excellent healthcare, especially the procurement of advanced medical instruments. One of them is Linac, a radiotherapy tool to kill cancer cells (Fantidis, 2018) . Linac with significant advancement and highly cost is provided in the type-C hospital to enhance community demands on healthcare for purpose and time. Linac may have a defect because of operational factors and high intensity of use (Gabriela Soto-Bernal et al., 2018) .
Type-C hospitals have never evaluated the use of Linac due to the number of visits at the radiotherapy unit and Ca mammae cases which are the most common cancers in Indonesia especially at hospitals of Central Java (Harahap, Khambri, and Rustam, 2018) . From 2012 to 2018, the average use of Linac tools was 43 radiations per day. Whereas, in 2018, the average use of Linac tools per day was 56 times. There was 7% increase in visits per year. The increase of Linac operation per day can affect its effectiveness and efficacy. To ensure the healthcare quality for Ca mammae patients who need radiation, an evaluation on the utilization of Linac at the type-C hospital during National Health Insurance era is necessary by using Health Technology Assessment (HTA) (Salim and Danil Julian, 2018) . According to Presidential Regulation of Republic of Indonesia Number 12 of 2013 about National Health Insurance, to ensure the quality control and financial control, the Ministry is responsible for health technology assessment. The utilization of technology for health insurance must comply with the medical needs based on the results of Health Technology Assessment / HTA. Based on the data from the hospital, there was a significant increase of Linac utilization at 99.9% for patients with health insurance (Yunasfi et al., 2003) . The Linac has been utilized for 7.5 years and 60 hours in a week to radiate 55-65 patients in a day. Because of the high number of Ca mammae cancers with 1.79 probability per 1000 people, the analysis of Linac utilization can be references to procure and invest future medical tools.
Health Technology Assessment (HTA) is the most proper way of evaluating the utilization of medical tools at hospitals (Olberg et al., 2017) . HTA evaluates various aspects in the utilization of health technology, such as operational characteristics, safety, efficacy, effectivity, economic and social aspects, ethics, legality, politics, and religion (Kelley et al., 2018) . Hospitals can use the evaluation of HTA for procuring and investing Linac in the future (Marsh et al., 2016) .
This study aims to evaluate the utilization of Linac for Ca mammae cases by using the Health Technology Assessment (HTA) (Kelley et al., 2018) .
The HTA analyzes data in terms of efficacy aspect or technical characteristics, effectiveness aspect, economic aspect, safety including radiotherapy unit and hospital managerial unit, perspectives of radiation oncologists and Ca mammae patients collected through observation, interviews, calculation of profits from the financial feasibility of the tool investment and medical record analysis towards the use of Linac (Goodman, 2014) . The scope of this study is to conduct research based on the process and output of Linac utilization at the type-C hospital during National Health Insurance.
METHOD
This study uses a qualitative method and collects data through in-depth interviews, secondary observation, document review, and benefit calculation of tool investment. Observation was conducted in May 2019. There were 72 medical records in the period of 2015 to 2019 from patients who were treated by using Linac. Also, the researchers in this study calculated the profits from the financial feasibility of the tool investment obtained by the hospital, conducted an in-depth interview, unstructured interview to the selected informants.
The key informants include a radiation oncologist as a functional medical staff radiotherapy, a radiographer as a permanent employee who has worked for more than two years, a medical technician as a permanent employee who has worked for more than two years and maintained the Linac tool. The other three key informants are breast cancer patients who completed the radiation therapy stages a year ago. The study also invites triangulation informants, such as the Head of radiotherapy installation, the Coordinator of radiotherapy installation as a permanent medical physicist for more than five years, and the Hospital Director who is responsible for hospital services and finance.
The study was done in the Radiotherapy Unit at one of type-C private hospitals of Central Java. This hospital is an excellent hospital for comprehensive cancer care, which is connected to anatomy pathology laboratory and chemotherapy. It also becomes referred to the hospital for radiation treatment in Indonesia. The Radiotherapy Unit has utilized the radiation tool since 2012 with 12-hour operation per 5 working days and about 55-65 patients per day. The hospital had also partnered with the Social Security Agency for Health or BPJS Kesehatan since the National Health Insurance started in 2014. The data in this study were collected from data of patient visits in the period of 2012 -2018. There were 170 general patients and 959 patients with health insurance. Comparing the percentage of patient visits, there were 18% of general patient visits and 82% of patients with health insurance from 2012 to 2018. Whereas, since 2017, the number of general patients has been 0.1% of total patients. From 2012 to 2018, the Linac was utilized for 72,151 times, so the average use per year was 10,308 times. It was found that the Linac was used for 43 radiations in a day (in 5 working days with or without day-off). Meanwhile, in 2018, the frequency of Linac utilization was 13,370 times with average use of 56 radiations per day.
This study analyzed the data by utilizing the Health Technology Assessment (HTA). The data were assessed in terms of effectiveness aspect by paying attention to the level of illness recovery, the results of therapy using Linac, and the number of patient visits perceived from the number of medical records (Sastroasmoro, S.and Nadjib, M., 2018). The second aspect was the clinical aspect which undergoes analysis of Linac utilization and maintenance through observation and in-depth interview with health technicians. Third, the safety aspect was measured through direct observation, reports of medical records, or reports of side effects on clinical tests (Goodman, 2014) . The fourth aspect was the economy which involves macroeconomy aspect by comparing hospital and INACBGs charges and microeconomy by analyzing the Cash Flow (Putu et al., 2019), Net Present Value (NPV), Internal Rate of Return (IRR) (Gustirani, 2017) and Payback Periode (PP) (Szczerba and Huesch, 2014) to discover the profits from the financial feasibility of the tool investment obtained by the hospital during National Health Insurance era.
RESULTS AND DISCUSSION
The study shows the analysis of Linac utilization for 7.5 years since 2012 at a type-C private hospital of Central Java with HTA method. There are four aspects evaluated which are effectiveness, technical characteristics, safety, and economy (Olberg et al., 2017) .
Effectiveness Aspect
Based on 72 medical records of radiated patients and observation of service flow in the Radiotherapy Unit, the initial stage before the radiation is CT simulator which allows contouring to occur in several minutes, but the dose planning needs four days for one patient. Then, a radiation oncologist needs to check it within three days. After that, the radiation treatment can be scheduled for the patient. The next stage is the first radiation, which is observed from the CT simulator within a week and a month at its finest. The average frequency of radiation is two weeks, and the longest is one month due to the long waiting time and instrument defect. Whether Ca mammae patients are radiated in 10 minutes or 30 minutes is based on the different cancer stages and locations. Table 1 shows the radiation to all Ca mammae stages (stage 1 to stage 4). The initial dose for each stage is different. Even though some patients have the same cancer stage, they receive different radiation dose according to the treatment from the radiation oncologists. Based on the document analysis, the first phase delivers twentyfive fractions and five fractions. The level of healing due to the use of Linac is measured from the level of recurrence. According to 72 medical records which patients started radiation treatment in 2015 and completed it in 2019, only one patient faced recurrence. It means the utilization of Linac results in one percent of recurrence. Based on the monitoring of physical check-up and regular blood laboratory check-up per 5 fractions radiated to patients, two patients (3%) get less radiation than the other five patients (7%). It was found that 12 patients (17%), two patients (3%), nine patients (13%) and one patient (1%) suffered from anemia, thrombocytopenia, leukopenia, and leukocytosis respectively.
The in-depth interview results show that the CT simulator of Linac needs time to draw cancer organ and plan the dose to minimize the radiation effect around the organ. As well, it optimizes the dose for target organ in which radiation dose is different from one patient to another according to the cancer stage. The CT simulator takes two weeks to complete these processes, so the radiation is scheduled at least two weeks after chemotherapy or surgery. Thus, the length of the radiation process and long radiation schedule from 2 weeks to one month may influence the progressivity of disease. The radiation dose is evaluated every time five fractions are given, and physical treatment by a doctor and regular blood laboratory tests are accomplished. The dose will be re-calculated if patients do not continue radiation treatment within one week. As a result, the radiation schedule is late, and the waiting list of patients increases. Eventually, it worsens the patient's condition and the progressivity of disease. The cancer surgery can decrease the level of cancer recurrence 20-60% of the number of patients. Whereas, the use of Linac can reduce the recurrence of about 10-20% of the number of patients. In 2019, 1 % of recurrence occurs out of 72 patients as samples and is still reasonable. Published by Universitas Airlangga Doi:10.20473/jaki.v7i2.2019.132-138 However, if they get radiated, the recurrence will be lower than 15%. For palliative treatment, the radiation may reduce the pain that patients feel". (Key Informant 1) "The purpose of radiation is to reduce the recurrence risks around the location of cancer in the body organ. Radiation can decline the frequency of recurrence significantly in any stages, which will show different results according to the patient's age and general condition. Surgery can decrease the frequency of recurrence about up to 20-60% out of total cancer patients. Meanwhile, the utilization of Linac can reduce the recurrence risks about 10-20% out of total cancer patients." (Triangulation Informant 1) Table 2 shows the utilization of Linac-based on the patient visits at the Radiotherapy Unit, where a patient undergoes at least 25 radiation fractions. From 2012 to 2018, the average utilization of Linac was 72,151 radiations, so the average use per year was 10,308radiations. It means that the average radiations of Linac operations per day were 43 within five working days (not including holiday). In 2018, the frequency of Linac utilization was 13.370 radiations with the average operation per day of 56 radiations.
Technical Characteristic Aspect
Based on the analysis of 72 medical records, observation on the flow of service at the radiotherapy unit, it was found that three patients got delayed radiation treatment because the Linac could not work properly for a week in January 2016 and November 2018. The in-depth interview results show the Linac has been operated at this type-C private hospital of Central Java for 7.5 years with ten year-operational periods. The Linac is used for 12 hours per day out of 5 working days for about 55-60 patients in total. Ideally, there are about 40-50 patients per day treated with 3D conformal radiation. The hospital and on-call service check the Linac every three months. They need to repair the tool parts, which are a bit expensive and takes expensive maintenance (Song et al., 2010) . 
Year
The Frequency of Linac Radiations  2012  4423  2013  5391  2014  9451  2015  12611  2016  14031  2017  12874  2018  13370  Total  72151 Recently, the waiting list for radiation takes about two weeks until one month because of the abundance of patients. Each radiotherapy takes at least 10 minutes, so the radiotherapy unit needs to limit the quota of patients based on the operating hours. Meanwhile, many other hospitals usually provide cobalt as a radiation tool. Based on the Accelerator Technology and Material Processing Center (Iswinning Diah and Anggraita, 2014), the radiation techniques with Linac and Cobalt are different, and the radiation effect is more optimal if the Linac is used. The side effect that resulted from the use of Linac is also minimal compared to the use of cobalt. Moreover, cobalt waste is more dangerous than Linac (Guritna et al., 2018) . This argument is more evidenced by what Key Informant 1 and Triangulation Informant 4 said.
"In 2030, cancer cases will increase three times in developing countries. It is expected that the tools are more provided.
Considering the high maintenance cost as much as 2 trillion, the hospital should decide whether or not to buy a new appliance or maintain the old one. If we buy a new tool, we must add the capacity of radiation and several human resources. Besides, Siemens Primus will end of support in 2022, meaning that there will be no spare part officially commerced. By adding the number of tools, it will be beneficial to develop a center for cancer and cooperate with other surrounding hospitals." (Key Informant 1)
"Based on the average visit per day, which needs 60 radiations, the hospital management unit says that the tools provided are inadequate by considering the tools' capacity and operational period. We plan to add more new tools in two to three years later. If the existing Linac is maintained a bit longer up to 5 years later, maybe there will be two tools used at the same time in the third year". (Triangulation Informant 4) According to the Accelerator Technology and Material Processing Center, the use of Cobalt-60 for radiotherapy is relatively cheaper and simpler, but has various disadvantages in terms of radiation techniques and side effects after radiation (Iswinning Diah and Anggraita, 2014) . Thus, many developed countries do not use it anymore instead choose a linear accelerator. Some advantages of using a linear accelerator with high-energy X-rays or HEX-rays or electrons are to give a greater dose and choose higher energy for head and neck cancers. Moreover, the linear electron accelerator can be switched on and off as necessary, and its dose can be controlled. Mainly, it does not produce radioactive wastes.
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Published by Universitas Airlangga Doi:10.20473/jaki.v7i2.2019.132-138 mentions cobalt as the other radiation equipment owned by many hospitals. The cobalt tool uses 2D technique while Linac uses 3D technique which can calculate doses accurately. Thus, using 3D technique can optimize the expected results, but minimize the side effects without waste, so it is safe for employees, patients, patient families and other visitors (Yunasfi et al., 2003) .
Safety Aspect
Based on the analysis of 72 medical records and observation on the service flow at the radiotherapy unit, the side effect caused by the radiation is different from one patient to another. There are 25 patients who got hyperpigmentation (35%), 7 patients who got lesion (10%), 6 patients who felt itchy (8%), 2 patients who are wounded (3%), 2 patients who felt sore throat (3%), 1 patient who got mouth ulcer (1%).
Based on the in-depth interview, in terms of the safety level of the Linac, the side effects of the Linac utilization include hyperpigmentation, a lesion in the radiated skin, skin infection, esophagitis which only can be cured by using oral or topical medication. The safety level in terms of buildings and infrastructure as well as facilities have complied with the standard, such as a bunker and a waiting room. The health personnel at the radiotherapy wear TLD (Thermoluminescent Dosimeter) badge to measure the exposure of radiation. Every three months, the TLD is sent to the National Nuclear Energy Agency for tool check. It was found that the radiation exposure is still normal. The National Nuclear Energy Agency also annually checks the waiting room and the bunker which have normal radiation exposure (Lima Flores et al., 2017) . These results are supported by the arguments of Key Informant 2 and Triangulation Informant 2.
"The radiologists must wear TLD badge which is sent to the National Nuclear Energy Agency every three months to measure the radiation exposed. Meanwhile, for the safety of patients and visitors, the waiting room and bunker are safe. The National Nuclear Energy Agency annually check all places at the radiotherapy unit. Until now, it is still safe, so does not need any particular rooms for visitors since patients stay in the bunker according to the standard of National Nuclear Energy Agency". (Key Informant 2) "TLD (Thermoluminescent Dosimeter) is used to measure the radiation exposure and sent to the National Nuclear Energy Agency for tool check every three months. The level of radiation exposure is still normal. The Linac in the bunker is properly placed to prevent radiation outside. The radiotherapy room is checked every three months to make sure that the radiation in the room is below five millisieverts, and the radiation from the TLD is below ten millisieverts by using a survey meter". (Triangulation Informant 2)
Economic Aspect
Based on the in-depth interview, due to the high cancer prevalence and unavailability of radiation tool in Indonesia, radiotherapy at the type C private hospital in Central Java becomes a national referral. However, many patients at several hospitals are registered in the waiting list because of the tool defect and no back-up tool, so they get referred to other hospitals (Zahrotiah et al., 2015) . Using the payment method of the Indonesian Case-Based Group (INA-CBGs) will make the cost of radiation treatment cheaper than the cost charged by the type-C private hospital. However, if the profits from the financial feasibility of the tool investment are analyzed by using Payback Period and Net Present Value, hospitals maybe will get more profits. Thus, this evaluation can be used by the hospital to invest other tools in the future.
The treatment cost charged by the hospital includes the Treatment Planning System (TPS) and CT simulator in the first fraction, doctor consultation charges in the first treatment and final treatment, as well as laboratory check for routine blood tests every five fractions. However, if patients choose the payment method of INA-CBGs, they only will pay the treatment in every fraction, including the charges for TPS, CT simulator, doctor consultation, and laboratory check. If every patient uses the payment from the Social Security Agency for Health, he will receive 30 fractions with the total cost of IDR 23,070,000,-or IDR 769,000,-per a radiation fraction. Meanwhile, for one patient without such payment method, he will be charged as much as IDR 31,539,140,-per 30 radiation fractions or IDR 1,052,305,-per a radiation fraction. The difference between the costs paid by the patient from the Social Security Agency for Health and the patient with general payment is IDR 8, 469, 140, 305 ,-per each radiation fraction. However, it has not been in conclusion whether this cost difference may result in a financial loss for the hospital. Further research about the financial feasibility of the tool investment should be done.
Based on the revenues, the operational period of the tool is one year up to 10 years. Then, the total cost from 1 to 10 year-operational period is calculated, and the operational profit after and before the Value-Added Tax (VAT) given is calculated to measure the cash flow. Based on the annual cash flow with the interest rate of 12%, the calculation of Net Present Value for the Linac investment is presented in Table 3 .
The Present Net Value in Table 3 is obtained from the supporting documents of revenues and expenditure made by the radiotherapy unit. The NPV for the Linac investment is (+) Rp 12,120,474,391,-, meaning that the hospital can invest the Linac. The Internal Rate of Return (IRR) with the Discount Factor (DF) of 38% and 36% is 37.10% which is more than Indonesian bank deposit rates in June 2019 are 8%, meaning that the hospital can invest this tool. Meanwhile, the Payback Period can be obtained in 3 years and eight months. Table 4 shows the results of the Payback Period. The budget surplus of investment is less than the revenues in the third year and eight-month. It can be seen that the hospital can gain PP before the operational period of the Linac, which is ten years ends. The calculation of the Payback Period in Table 4 is obtained from the supporting documents of cash flow at the radiotherapy unit. Most of the visits at these hospitals are dominated by 99 % of patients with national health insurance from the Social Security Agency for Health. Then, the profits gained by the hospital from the tool investment are calculated based on the cash flow, IRR (Internal Rate of Return), NPV (Net Present Value), and PP (Payback Period). According to the results, the Linac investment is proper to be the hospital's investment with good payback by the end of the tool's operational period. The cancer prevalence gets increasing, and the availability of the radiation tools in Indonesia has not fulfilled the needs. Thus, the hospital opens radiotherapy services for national referrals. Since the waiting list for radiotherapy is long, it can become a business opportunity and profit center for hospitals (Fitriatuzzakiyyah, Sinuraya, and Puspitasari, 2017) . Based on the claims using INACBGs, the radiotherapy cost is lower than the cost charged by the hospital. However, it still gives the hospital profits from the tool investment. The hospital can use these findings if they want to invest more tools in the future.
CONCLUSION
Based on the analysis of the Linac utilization, it can be concluded that the hospital needs to invest more radiation tools because the existing Linac has deficient operational period due to poor maintenance. Thus, it decreases the quality of Linac proven from the frequency of recurrence. Moreover, the number of patients presumably will increase along with the increase of cancer cases in Indonesia so that it may accelerate the number of visits and national referrals with the waiting list within two weeks until one month. If the hospital plans to invest another radiation tool, they need to choose the 3D radiation tool which can measure the right dose for better effect, minimize the side effect, and have no harmful waste for surroundings. Based on the analysis of the economic aspect, the Linac can be invested by type-C private hospitals in the era of National Health Insurance.
Moreover, the hospital should hire more health personnel, especially radiation oncologists, and design an information system at the radiotherapy unit that may give regular therapy schedule to prevent the therapy discontinuity. The regular standard maintenance has periodically been done by the internal health personnel and external service partners. The on-call maintenance service and evaluation on the tool's operational condition of the are vital to support the tool according to its operational period.
